The setup and maintenance of liquid chromatographic equipment requires a basic knowledge of chromatographic hardware. Tubing connections are an essential component in liquid chromatography instrumentation. System function and performance depend on the selection and proper installation of tubing and end fittings. Problems with these components can result in solvent leaks, degraded peak shape, and system failure. This presentation will provide information about the various kinds of chromatographic fittings and related components that are in common use, and will demonstrate how to form high pressure connections for stainless steel and PEEK tubing. Numerous close-up photographs are included to illustrate subtle differences in existing parts, and video examples show proper ways to cut and connect tubing.
Summary
The setup and maintenance of liquid chromatographic equipment requires a basic knowledge of chromatographic hardware. Tubing connections are an essential component in liquid chromatography instrumentation. System function and performance depend on the selection and proper installation of tubing and end fittings. Problems with these components can result in solvent leaks, degraded peak shape, and system failure. This presentation will provide information about the various kinds of chromatographic fittings and related components that are in common use, and will demonstrate how to form high pressure connections for stainless steel and PEEK tubing. Numerous close-up photographs are included to illustrate subtle differences in existing parts, and video examples show proper ways to cut and connect tubing. 
